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SPECIFICATIONS 


Meter, . 


Power Requirements, .... 
Power Supply. ..... 
Dimensions, 
Net Weight, 


3 to 260 me (using the six colls supplied). 


Frequency. 
Switch (OF F-DIODE-OSC), 
SENS (Sensitivity). 


Solid state, 

1 ~ Tunnel diode (STD 633), oscillator. 
= Crystal diode, rectifier, 

= Silicon diode, ‘voltage stabilizer, 

= 2N407 transistor, DC amplifier, 

= T1363 transistor, DC amplifier, 


Diarsonval type, 0-1 ma full scale. 

1,5 volts at 5 ma, 

AA penlite cell (not furnished), 

5.7/8" long x 2-19/16" wide x 4-3/16" high (cover inclu 
1-1/2 tbs, 


INTRODUCTION 


‘Your Heathkit Tunnel Dipper features a solid-state etreuit that 
uses three transistors, a crystal diode, and a "tunnel diode, 
‘The use of a tunnel diode, which is basically a negative-resistance 
device, is unique in test equipment design, 


Primarily, the Tunnel Dipper functions as a grid dip meter to 
determine ‘the resonant frequency of a tuned circuit, Other fune- 
tions include its use a8 a sensitive wavemeter for checking 


harmonics and parasitics, As a variable frequency signal sour 
it can be used for receiver testing. 


Any of the six frequency ranges can be selected by using t 
appropriate plug-in coil; for your convenience, the six plug. 
coils are stored in the cabinet top, Its compact size and pen! 
battery-powered circuit make the Tunnel Dipper completely por 
able, A circuit board is used in the kit for ease of assemb 


CIRCUIT DESCRIPTION 


Refer to the Schematic Diagram (fold-out from Page 13) when 
reading the following description, 


‘The Tunnel Dipper uses a tunnel diode as an oscillator, a 
crystal diode as a rectifier, and three transistors in a meter 
amplifier circuit, A single 1,5 volt penlite battery is used as 
the power source, 

TUNNEL DIODE THEORY 


‘The tunnel diode is a semiconductor device, similar to a crystal 


+ diode in construction, that exhibits negative resistance charac- 


teristics, This makes it usable as either an amplifier or oscil- 
lator, 


Most materials have positive electrical resistance properties, 


‘This means that as a voltage applied to the material is | 
creased, the current through the material incre: t 
applied voltage decreases the current also decreas 


‘The negative resistance device operates in just the oppos! 
way: When the applied voltage increases, the current throu 
the device decreases; when the applied voltage decreases, t 
current through the device increases. The tunel diode’ ¢ 
hibits this property only over a small range of applied I 
voltages, 


OSCILLATOR CIRCUIT 
‘The upper section of the switch connects the tunnel diode ir 


the circuit only in the OSCillator position; this protects t 
tunnel diode from RF overloading, and avoids lowering t 
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impedance of the tuned circuit in wavemeter (DIODE position) 
applications, 


‘The oscillator circuit consists of the tank circuit and the tunnel 
diode, Tho tank circuit uses a variable capacitor (C2A, oF 
both C2A and C2B) in parallel with the plug-in coil, for tuning 
a wide range of frequencies, 


Capacitor C2B is connected in parallel with C2A by longer 
pins on each of the coi! plugs for the four lower frequency ranges. 
‘These longer pins make contact with a spring contact on the 
circuit board, The capacity of C2B ts added to the tank cireuit 
‘on these ranges to keep the proper LC ratio necessary for sine 
‘wave oscillation over the entire frequency range, 


When the DC battery voltage 1s first applied to the tank eireuit 
through the tunnel diode, a damped oscillation starts to take 
place, ‘The nogative resistance effect allows current to flow 

the tunnel diode to the tank circuit in pulses, The 


losses and supply a small pulse of current to the tank circuit 
during each cycle of oseillation, This small pulse of current 


causes the oscillation to be maintained at the same level as 
Jong as the DC voltage is applied, 


Another way of explaining this oscillation would be to say that 
when the voltage across the tank circuit is at maximum, the 
voltage across the tunnel diode is at minimum, resulting in a 
large current flow to the tank circuit from the battery, When 
the voltage across the tank circuit becomes minimum, the 


voltage across the tunel diode becomes maximum, and only] 
2 small amount of current flows into the tank circuit, Thus, 
the current in the tank circuit is replenished by current from. 
the battery during each cycle of oscillation, 


When a tuned circuit is placed near the plug-in coll, energy. 
‘will be absorbed from the tank circuit of the Tunnel Dipper by 
inductive coupling, This absorption, which is maximum at the 
resonant frequency of the tuned circuit, causes the RF voltage 
im the Tunnel Dipper tank circuit to decrease, This voltage 
decrease reduces the rectified voltage fed through the ampli~ 
fier, causing a "dip" in the meter reading when the Tunnel 
Dipper is tuned through the resonant frequency of the unknown 
tuned eireutt, 


AMPLIFIER AND METER CIRCUITS 


The voltage developed across the tuned circuit is rectified 
by diode D2, amplified by the DC amplifier, and then measured, 
by the meter, 


A small amount of current from the tank etrouit is coupled. 
through capacitor C1, rectified by diode D2, and applied to the 
base of transistor Qi, Rectifier diode D2 is connected from the 
base circuit to the emitter of transistor Ql, 


‘Transistor Ql acts as an emitter follower; the rectified 
voltage at its base is coupled by its emitter to the base of 
transistor Q2, Transistors Q2 and Q3 form a direct-coupled. 
high-gain amplifier, Small voltage changes at the base of Q2 
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result in large current changes at the collector of Q3. The 
collector current of transistor Q3 is measured by the meter. 
SENSitivity control R4 provides proper bias for the base of 
transistor Qi to keep the meter readings on scale. 


Resistor R9, which is connected between the base and emitter of 
transistor Q2, stabilizes the load on transistor Q1.Silicon diode 
D3 is connected in the emitter circuit of transistor Q3 to provide 
4 constant voltage source for transistor Q2, Resistor R5 main- 
taing a minimum current through diode D3, 


Resistors R7 and RB form a voltage divider that provides a low 
Impedance source of low voltage for the tunnel diode. The 
tunnel diode operates at approximately 100 millivolts, 


‘The lower section of the switch tums on the battery voltage in 
both the DIODE and OSCillator positions, The upper section of 
‘the switch connects the tunnel diode into the circuit only in the 
‘OSCillator position, 


WAVEMETER OPERATION 


‘When the switch is placed in the DIODE position, the Tunnol 
Dipper can be used as a wavemeter, The meter circuit indi- 
cates that radio frequency energy 1s being picked up from some 
external source by the tank cireuit, The tunnel diode ts dis- 
connected from the circuit because its low ciroult impedanc 
would give the tuned tank circuit a very low Q and practically 
ho response as a wavemetor, 


CONSTRUCTION NOTES 


‘This manual is supplied to assist you in every way to complete 
your kit with the least possible chance for error, The arrange- 
ment shown is the result of extensive experimentation and trial, 
I followed carefully, the result will bea stable instrument, oper- 
ating at a high degree of dependability. We sugzest that you retain 
the manual in your files for future reference, both in the use of 
the instrument and for its maintenance. 


UNPACK THE KIT CAREFULLY AND CHECK EACH PART 
AGAINST THE PARTS LIST. In so doing, you will become 


‘acquainted with the parts, Refer tothe charts and other informa~ 
tion on the inside covers of the manual to help you Mentity 
the components, If some shortage or parts damage 18 found in 
checking the Parts List, please read the Replacement section 
‘and supply the information called for therein, 


Resistors generally have a tolerance rating of 10%unless other- 
‘wise stated in the Parts List. 


PENS Co ee ee: - es | 
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We suggest that you do the following before work is start 


1, Lay out all parts so that they are readily available, 


2, Provide yourself with good quality tools. Basic tool 
quirements consist of a screwdriver with a 1/4” blade: a 
small screwdriver with a 1/8" blade; long-nose pliers; 
wire cutters, preferably separate diagonal cutters; a tool 
for stripping insulation from wires; a soldering iron (or 
gun) and rosin core solder, A set of nut drivers and a nut 
starter, while not necessary, will aid in construction of the 


for small parts, Resistors: 
‘capacitors may be placed wi 
their lead ends inserted in 
edge af a piece of corrugat 
‘cardboard until they are ne 
ed, Values can be written 


wit, the cardboard next to eacl 
component, ‘The  iMustrat 
shows one method that may! 
‘used, 
PARTS LIST 
‘The numbers in parentheses in the Parts List are keyed to the 
numbers on the Parts drawings to aid in parts identification, 
PART PARTS DESCRIPTION PART PARTS DESCRIPTION 
No. Perkit No PerKit 
Is 7 Resistors Cont'd.) 
(tet 1 47 01/2 watt (yellow-violet-black) Lig 2 6800 2 1/2 watt (blue-,ray-red) 
1-119 2% $60 2 1/2 watt (green-blue-brown) 1-26 2 100 KA 1/2 watt (brown-black-yellow) 
19 1 1000 91/2 watt (brown-black-red) 


) 


PART PARTS 
Per Kit 


No. 
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DESCRIPTION 


Capacitors-Control-Switch 
gy Tet nt alse capacitor 

105 fd dise capacitor 
2-section variable capacitor 
100 Kf control 

Shide switch 


i 


@ 


ae 
Ww 
te 
te 


~~) 


Hardware 
(6) 250-49 2 

(7) 250-1581 

cS (@) 250-213 4 

(0) 250-40 2 
(10) 280-95 2 

ef) = 

o om 


DESCRIPTION 


Red band (3 to 7 me) 
Purple band (5 to 13 me) 
Blue band (12 to 32 mc) 
Green band (90 to 90 me) 
‘Yellow band (80 to 160 me) 
‘White band (150 to 260 me) 


3-48 screw 
4-40 setscrew, allen head 
4-40 x 5/16" screw, pan oad 


4-40 x 3/8" screw, round head 
5-40 x 3/4" screw 


wexf) cman) ceamumen() 


@ ) (10) 
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PART PARTS DESCRIPTION 
No, PerKit 


Hardware (cont'd, 

(1) 250-704 : 
(2) 250-128 1. 
(3) 250-60 3 
(8) 250-431 


screw, fillister head 
6-32 x 3/8" screw 
8-32 setscrew 


a ox * exam “ a 


() 252-1 2 
(6) 252-15 10 
() 262-402 we 
(6) 252-34 
(0) 252-22 1% 
(10) 252-39 1 1/4282 control mut 
(5) @ are) m (8) Ker 
OM) © 
(9 (vo) 
(11) 252-7 2 8/8-82 control mut 
(12) 259-1 1% uber flat washer, thin 
(13) 253-2 10% Fiber shoulder washer 
250-34 17 Fiber flat washer, thick 


(1) 


"6 "6 


DESCRIPTION 


5/8" OD flat steel washer 
9/16" OD flat steel washer 


(15) 253-301 


(16) 254-7 2 — #3 lockwasher 

(17) 254-9 uy #4 lockwasher 

(18) 254-1 6% 46 lockwasher 

(19) 254-14 1 = 1/4” lockwasher 

a4 05) elem tte (a) 
i) (a) (19) Ee’) 

(20) 254-5 im tookwasher: 

@1) 255-1 2 spncer 

@2)258-3 2 spacer 

(@3)255-11 1% 1" tapped spacer 

(24) 258. 1 Contactor spring 


ne (23) 


(22) 
e (24) D 


"O 
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PART PARTS DESCRIPTION 
No. PerKit 


Hardware (cont'd, 

258-31 1. Battery spring 
259-6 = 11 — Solder lug. 
260-11 1+ Cate elip 
262-4 = 1 Catch pin 


"om “6fNts 


(Ver 
< 


Cabinet top, inside (gray) 
Cabinet top, outside (green) 


PART PARTS DESCRIPTION 
No, Per Kit 


‘Sheet Metal Pasts (cont'd,) 
(7) 90-197 16 Cabinet bottom 
(@) 100-354 ial drum 


(9)200-327 1% Chassis 
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PART PARTS DESCRIPTION 
No. PerKit 
Sheet Metal Parts (cont'd, a 
203-281-2 ra 4 
1% Pront panet 
(1) 204-445 1 Battery bracket 
™ 
(2) 56-26 1% — Crystal diode 
56:10 1% Sillcon diode (TiG247) 
(9)5617 1% Tunnel diode, GE STD 639 
347-7 1% Length 4-conduetor cable 
85-67-1 1/4, Circuit board 
(4) 212-4 1% Connecting strip 
(8)382-44 1% Foam coil holder 
390-120 1“ Battery placement label 
390-122 1% Dial drum label 
407-87 1.4% Meter 
417-60 2° T1963 transistor 


PART PARTS 


No. 


Miscellaneous (cont'd 
Silas transistor 2N40°7 


(©) 434-42 
(434-70 
446-32 
(@) 455-26 
462-139 
(9) 462-175 
490-23 
331-6 
391-34 
397-260 
505-618 


RES CRCCRES 


DESCRIPTION 


Phono socket 
‘Transistor socket 
Dial window 
Bushing 

Large knob 

‘Small tapered knob 
Allen wrench 
Solder 

Blue and white identification label 
Parts order form 

Manual 


i) 
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CRIMP WIRES HEAT CONNECTION 


Only a small percentage of HEATHKIT equipment purchasers 
find it necessary to return an instrument for factory service. 
Of these instruments, by far the largest portion of malfunctions 
‘are due to poor or improper solder ing. 


If terminals are bright and clean and free of wax, frayed insu- 
lation and other foreign substances, no difficulty will be ex- 
perienced in soldering, Correctly soldered connections are 
essential if the performance engineered into a kit is to be 
fully realized. I you are a beginner with no experience in 
soldering, a half hour's practice with some odd lengths of 
wire may'be a worthwhile investment, 


APPLY SOLDER 


PROPER SOLDERING TECHNIQUES 


PROPER SOLDER 
CONNECTION 


ALLOW SOLDER 
‘TO FLOW 


For most wiring, a 25 to 100 watt tron or its equivalent in a 
soldering gun is very satisfactory. A lower wattage iron than 
this may not heat the connection enough to flow the solder 
smoothly over the joint, Keep the iron tp clean and bright 
bby wiping it from time to time with a cloth, 


CHASSIS WIRING AND SOLDERING 


1. Crimp or bend the wire around the terminal just enough to 
hold it in place until it is soldered, Do not knot or twist the 
wire around the lug, 
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Position the work, if possible, so that gravity will help to 
‘keep the solder where you want it, 


3, Place a flat side of the soldering iron tip against the joint 
to be soldered until it is heated sufficiently to melt the 
solder, 

‘Then place the solder against the heated terminal and it will 
immediately flow over the joint; use only enough solder to 
thoroughly wet the junction, Tt is usually not necessary to 
{ill the entire hole in the terminal with solder. 


ROSIN CORE SOLDER HAS BEEN SUPPLIED WITH THIS KIT. THIS TYPE OF SOLDER 
MUST BE USED FOR ALL SOLDERING IN THIS KIT. ALL GUARANTEES ARE VOIDED 
AND WE WILL NOT REPAIR OR SERVICE EQUIPMENT IN WHICH ACID CORE SOLDER 
‘OR PASTE FLUXES HAVE BEEN USED. IF ADDITIONAL SOLDER IS NEEDED, BE SURE 
TO PURCHASE ROSIN CORE (60:40 or 50:50 TIN-LEADCONTENT) RADIO TYPE SOLDER. 


5. Remove the solder and then the iron from the complet 
junction, Use care not to move the leads until the solder 
solidified, 


A poor or cold solder joint will usually look crystalline and hat 
‘a grainy texture, or the solder will stand up in a blob and w 
hot have adhered to the joint, Such joints should be reher 
Until the solder flows smootily over the entire junction, 
Some cases, it may be necessary to add a little more solder 
achieve a smooth bright appearance, 
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CIRCUIT BOARD WIRING AND SOLDERING 


Before attempting any work on the efreuit board, read the fol- 
lowing instructions carefully and study the Figures, It is only 
necessary to observe the following basic precautions to insure 
proper operation of the unit the first time if is turned on. 


Proper mounting of components on the board ts essential. 
A general rule to follow is that all components on the board 
should be mounted tightly to the board, unless instructions 
state otherwise, Al leads should be kept as short as pos- 
sible to minimize the effects of stray capacity in the wiring. 
Proper and improper methods of mounting are illustrated in 
the accompanying Figures, 


NOTE: Exercise care not todamage resistors or capacitors when 
bending the leads as shown, Resistors will fit properly if the 
leads are bent as shown, Dise capacitors will generally fit in 
place with no lead preparation other than determining that the 
leads are straight, Components with lugs normally require no 


preparation unless the lugs appear to be bent, in which ease they 
can be straightened with pliers, 


Parts should be inserted as instructed, and the leads bent out- 
ward slightly, as illustrated, to lock them in place, 


‘Components will be soldered in groups; after a group of compo- 
nents have been installed, instructions will be given to solder 
them, When the components have been soldered, diagonal cutters 
may be used to cut off the excess leads close to the board, 


The actual technique of soldering leads to a circuit board is 
quite simple, Position the tip of the soldering iron so that tt 
firmly contacts both the circuit board foil and the wire or lug 
to be soldered, as shown, The iron should be held so that solder 
4s not Likely to flow to adjacent foil conductors or connections, 
‘The solder should immediately be placed between the tron and 
the joint to be soldered, Remove the length of solder as soon as 
its end begins to melt onto the lead and foll, Hold the tip of 
the iron in place only until the solder flows outward aver the 
foll; then remove the tron quickly, 


Avoid overheating the connection, A soldering pencil or small 
tron (approximately 25 watts) is ideal for use in circuit board 
work. If only a high wattage iron or soldering gun is available, 
precautions must be taken to avoid circuit board damage due to 
overheating and excess solder. 
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‘The use of excessive amounts of solder will increase the possi- 
bility of bridging between foil conductors or plugging holes which 
fare to be left open for wires which may be added later on. I 
solder is accidentally bridged across insulating areas between 
conductors, it can be cleaned off by heating the connection care- 
fully and quickly wiping or brushing the solder away with a 
soft cloth or clean brush, Holes which become plugged can be 
cleared by heating the area immediately over the hole while 
rently pushing the lead of a resistor through the hole from the 
Opposite side, and withdrawing the lead before the solder re- 


STEP-BY-STEP 


‘The following instructions are presented in a logical step-by-step 
‘sequence to enable youto complete your kit with the least possible 
confusion, Be sure to read each step all the way through before 
beginning the specified operation, Also read several steps ahead 
of the actual step beingperformed, This willfamiliarize you with 
the relationship of the subsequent operations, When the step is 
completed, check it off in the space provided, This is particu- 
arly important ag it may prevent errors or omissions, espe- 
clally if your work is interrupted, Some kit builders have also 
ound it helpful to markeach lead in colored peneii -n the Pictor- 
{al ag it is added, 


In general, the illustrations in this manual correspond to the 
actual configuration of the kit; however, in some instances the 
iMlustrations may be slightly distorted to facilitate clearly showing, 
all of the parts. 


hardens, Do not force the lead through; too much pressure be~ 
fore the solder has time to soften may separate the foil from 
the board. 


In cases where foil does become damaged, repairs can usually 
tbe made with little difficulty, A break in the foil can be rejoined 
‘with a small piece of bare wire soldered across the gap, or be~ 
tween the foil and the lead of a component, "Hairline" breaks 
‘can usually be repaired by bridging them witha small amount of 
solder, 


PROCEDURE 


‘The abbreviation "NS" indicates that a connection should not be 
soldered yet as other wires will be added, When the last wire is 
installed, the terminal should be soldered and the abbreviation "'S" 
{8 used 1 indicate this, Note that anumber will appear after each 
solder instruction, This number indicates the number of leads 
that are supposed to be connectedtothe terminal in point before 
it is soldered, For example, if the instruction reads, "Connect a 
ead to lug 1 (S-1)," st will’ be understood that there will be one 
Yead connected to the terminal at the time it is soldered, 


‘The steps directing the installation of resistors include color 
codes to help identify the parts. Also, if a part is identified by 
‘2 letter-mumber desigmation on the Schematic, its designation 
‘will appear at the beginning of the construction step which directs. 
its installation, 


(fetal the theee transistor sckats on Som. 
elect trond with the holes wf ech tam 
fcket "an atom, Detalt 1A shows bow the 
{cata sale bet overt ech he et 
cuit bane foul, 


|. (MIDI, The lead at the rimmed (larger) end 
‘ine tunnel dtode, CAUTION: Do not apply 
‘excenaive heat tothe diode tea because 
‘ny tamage the dade, Note the 8/0" diode 
‘imaten. 

& wwieaTeS “Go Nor sounen THES LEAD, 
Swites tags will be placed aver these leat 

= ‘eda na Tater ten. Cut thene ead off 1 

SSA Shovel sot side othe eur wat 


Se 
Wn, (C3, 05 fd dine capacitor, Save one aif the 
Ne Twaaa to be use tater, 


NS Ma, eh 480 ytowvtettac, 


N14, (install one of the cutott capacitor teas 
N. 4s the ‘bare wire on the rireult board, 


(20, Cry hateoroy ite rom Rete 
i pn fhe bt 


(PRL, 100 KO (row black yellow), = —— 


(WA HO, 6800 9 (btue-\gray 
(612, 1002 romney 


(4s, stieom tae (456-10, Nate te pontton 
‘of the banded end, — 


(A 1, 1800 0 (oe 
(M6, 10000 Oren-backe ved, Note lad neh 


(AC, tonal te tip of the Yeade ofthe 3.3 
iit ive capacitor tthe METER holes a8 
thom, Cut ft the 
{aven to bare wires for se tater 


(VCH, 08 td ine capacitor, 
(6, $80 0 (ereen-bive-brown). 
Now continue with the stipe om Paye 18, 


Pictorial 1 


12 


opctreeecs 


ese vrenageee 


‘ak weal 


STEP-BY-STEP ASSEMBLY 


CIRCUIT BOARD ASSEMBLY 


Assemble the circuit board, using the procedure shown in Pic- Refer to Pictorial 2 (on Page 16) for the following | 
torial 1. 


((U°Use Iong-nose pliers to bend over each of the ewitd 
Detail 


ae 
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(Af Pace the switch in position on the fol side of the etreult 
board, ‘The holes in the switch lugs should be centered 
over the holes (and the 1/6” wires) on the circuit board, 


A Fasten the switen to the circuit board with 5-40 x 3/4 
screws, 3/8" spacers, #4 lockwashers and 5-40 nuts, 
Make sure the board is not bent by the switch lugs; remove 
fn rebend the avitc lugs if necessary. Be sure that 0 
fare virea tush te sxok bos, 


(f Measure and cut off the two lengths of connecting strip 
a8 shown at the top of Pictorial 2, Be sure the 7/8” Length 
{sat the end of the strip that has the hole closest to the 
‘edge, Discard the short plece with the hole in it, 


(/Cut off the sharp corners near the hole of the 
strip and bend it up at a 00 degree angle, 1/4" 
of the strip that has the hole, 


(4 Bend the round tug of the phono socket out as it As shown 
4 Pictorial 2, 


(Mount the phono socket on the etreuit board with 4-40 x 
3/a" round’ bead screws, 1/8" opacers, #4 lockwashers; 
and 4-40 nuts, Place the 7/8" comecting strip under tio 
lockwaaher and nit nearest the center of te board, Posi- 
‘tion the connecting strip as shown, taking care that it does 
tot touch the nearby reatstar lead, 


(J when the phono socket is in place, the hole in its ground 
lug should’ rest on and over the end of the 47 9 resistor 
lead, Solder this lug to the circuit board, Be sure that 
the ‘center terminal is clear of the circuit board foil 
around the hole, 


MOTE. THIS HOLE IS screw. 
CLOSER TO THE END 


4:40ny0 
Scaew 


PHONO SocKeT’ 
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Refer to Pictorial 3 for the following steps. 


(.Y/R8, Install the 560 9 (green-blue-brown) resistor through 
the circuit board and switch lug holes, 


(Solder all remaining resistor, jumper, and capacitor leads 
that were not soldered to the circuit board in Pictorial 1, 
Do not solder the switch lugs yet. 


dered leads flush with the solder, Be sure 
‘no points where the solder has bridged be- 


(Uy’Prepare the length of 4-conductor cable as shown in Detail 
3A. the outer from each end_of the cable 
ators Sika any wine fron the cada, Alter cach Wire 
See he narect length, remove 174° of insulation, Save 


the longer black wire ‘cut from the end of the cable, 


eam era e+ 
= 


Detail 3A 
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3-48 nur. 


‘CONTACTOR 
poe. ‘SPRING 


Pictorial 3 


(A Cut a 2-1/4" tength from the black wire saved from the 
previous step, Remove 1/4” of insulation from each end of 
this wire, Insert one end of this wire through the hole 
marked CAP on the circuit board and solder (5-1), The 
‘other end of this wire will be connected later. 


Connect the wires of the 4-conductor cable that emerge from the 
end of the cable having the long green wire as follows, (Be sure 
all strands go through the holes.) Be careful to prevent the 
Solder from bridging to the switch body, 


(A Connect the black wire to the hole marked BLK on the 
cfreuit board (8-1). 


(J Connect the white wire to the hole marked WHT on the 
cctreuit board (8-1). 


(U Connect the green wire to the hole marked GRN on the 
cetreuit board (8-1 


(A Connect the red wire to the hole marked RED on the 
circuit board (8-1). 


(y/Turn the board over and solder any switch lugs to the 
cireuit board that have not been soldered previously, 
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(Af Bend the contactor spring to the angles shown in Detail $B. with a #3 lockwasher and a 3-48 mut, Tighten the serew 
So the tip of the spring is over the phono socket hole, Do 


CONTACTOR not let the spring touch the center lug of the phono socket 
SPRING ‘or the mounting hardware af the phono socket, Tighten se- 
curely, 


(4 Phug a colt with Longer pin ato the phono socket to make 
ssure the pin makes good contact with the contactor spring, 
Remove the col, 


(A tnstatt the remaining 1-1/8" piece of connecting strip 
Behind the center conductor of the phono socket. Bend 
the center tug of the phono socket back slightly, as It 18 
shown in Pictorial S on Page 18, Solder the connecting strip 


ACTUAL {othe phono lug, The end of the strip should be even wih 
the board ‘surface, ‘Tin both the end of the strip andthe 
rae SIZE terminal, then solder the two together, 


(Ufinstall a 3-48 screw into the circuit board to mount the 
contactor spring, This screw fits tightly in the hole to pro- 
vide ood contact with the foil, This screw shouldbe (4 Place the free lead of the tunnel diode between the two 
screwed into the hole, connecting strips as it will be connected to one of them in 
@ later step, Place the 3.3 jiuf capacitor lead as shown 


( Viowtai the contactor wpcing on the clreut board as show, in Pictorial 3, 


Page 20 


CHASSIS ASSEMBLY. 
Refer to Pictorial 4 for the following steps, 


(J instal the speednut onthe back of the chassis. Be sure the 
fat side of the specdnit faces outward, 


(5 tstait the cateh clip aver the hole near the bottom of the 
chassis with 6-32 x 3/16" flat head serews, #6 lockwashers 
and 6-82 nuts, 


(Ftnstatt the 100 KA control with a 1/4 lockwasher, 9/1 
Mat steel washer and a 1/4-32 control nut, 


(4 Remove the nut and tockwasher trom the switeh mounting 
screw at the edge of the circuit board, Mount the cireult 
board over the open end of the chassis as shown, Fasten 
the board by replacing the nut and lockwasher on the switch 
‘mounting screw, Do not tighten the nut now as it will be 
Femoved again later to install the front panel. 


(4 Fasten the other three comers of the circuit board with 
4-40 by 5/16" screws, #4 lockwashers, and 4-40 nuts, 


(A Route the single black wire ot ofthe corner ofthe chassis 
as'dlow, 


3 


earreny | 
BRACKET 


\ 
Mein suaeae 
eee oe 
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(Jf Cut the battery abel in two, and install half of it in the 
battery bracket as shown in Detail 4A, Diseardthe remainder 
of the label, 

(of Prepare the battery bracket by installing the hardware shown 
{in Detail 4A, Position the solder lugas shown in Pictorial 4, 
‘The 3-48 (shorter) screwis used to mountthe battery spring, 


TA LOCKWASHER 40 n4/erscREW —3-dBx Ife" SCREW 
a.40 fr vl 3-48 Nur 
souoer 6a, 3 ocmasnen 
TH FIBER Rarreny SPRING 

JATTERY LABEL 
swouLoeR wagven 5 


Detail 4A 


the battery bracket in the end of the chassis as shown 
ictorial 4, The end of the 3-48 screw should be placed 
‘in the small hole at the rear of the chassis, 


Refer to Pictorial § forthe following steps, 
(A install the 8-82 setscrew in the dial drum, Refer to Detail 5A. 


(V) Preshape the dial drum label by rolling itaround a standard- 
‘size flashlight battery or some round item of similar diam- 
eter. Preshaping this label will help itstick to the dial drum 
in the next step. 


(4 Remove the protective paper from the adhesive side of the 

dial drum label, Install the label on the dial drum as shawn 
1A. Note that the scale numbers are upside down 
dial drum is placed on a flat surface as shown 


yy setscnew 


90° 
START LABEL, 


ton | isch 


NOTE: Be sure the plates of the variable capacitor are kept 
fully closed during the following steps, 


(U7 tnstalt the dial drum over the shaft of the variable capacitor 
‘until the open end of the drum rests against the frame of 
the capacitor, Install the bushing and 3/8" lockwasher on 
the shaft as shown, Lubricate the bushing with vaseline or 
grease, 


(0/ Keep the battery bracket in its correct position, Insert 
the shaft of the tuning capacitor through the holes in the 
battery bracket and chassis as shown in part 1 of Pic- 
torial 5, Install the bushing, with the lockwasher still in 
place, through the mounting holes, 


(fF Fasten the bushing with a5/8" flat steel washer and a 3/8-32 
control nut, Fasten the tuning eapacitor with the two 6~ 
3/16" fat head screws, 


Detail 5A 
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FRONT PANEL ASSEMBLY AND FINAL WIRING. 
Refer to Pictorial 6 for the following steps, 


(SJ tstall a 6-32 x 3/16” fillister head serew at the top of the 
front panel and fasten it in place with a #6 loekwasher and 
46-32 nut, See Detail 6A. 


(J Place the aiat window in position onthe inside of the front 
ane, 

(.J/instalt the meter through the front pane} and dial window, 
Fasten it in place with #4 lockwashers and 4-40 nuts as 
shown iy Detail 6A. Be careful; the meter may be broken 
Af nuts are over-tightened, Remove the meter shorting clip. 


(V/Prepare to mount the front panel by removing the screws, 
lockwashers, and nuts used to mount the switeh to the circuit 
board, Do not disturb the spacers and lockwashers between 
the switch and the cireuit board, Route the two bare meter 
wires (on the clroult board) straight down from the circuit 
boar 


(M ata rt pent cast aes below 
te 


1, Insert the tuning capacitor shaft and the bushing through 
the larger hole in the bottom of the front panel, 


2, Insert the meter through the meter opening in the 


chassis and, at the same time, guide the switch open. 
‘ngs in position over the switch, 


Detail 64 


( Painatan the sccews, lockwastors, and nuts that wr £0: 
moved trom the switch 


(A instant a 5/6" at stot washer and a 3/8-32 contrcl mut 
‘on the bushing at the bottom of the front panel, 


Install the large imob on the tuning capacitor shaft and 
tighten the setscrew, 

(\/Fit the 4-40 allen head setscrew on one end of the allen 
Wrench, and install the setscrew in the small tapered knob, 
Install this knob on the shaft of the control. 
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Refer to Pictorial 7 for the following steps. 


(ofence the Accontuctor cable along the edge ofthe chassis 
as shown, Connect the red wire to the solder lug on the 
battery bracket (S-1)- See Pictorial 8 on Page 24 for this 
connection only, 


(Connect the white wire of the 4-conductor cable to lug 3 
of the control (S-1). 


( ¥€onnect the green wire of the 4-conductor cable to lug 2 
‘of the control (8-1). 


(-¥€onnect the black wire of the 4-conductor cable to lug 1 of 
‘the control (8-1). 


(\Comect the separate black wire, coming from the circuit 
board to tug 4 of the tuning capacitor (8-1). 


(OF Cut off tug 4 of the tuning capacitor, and push lug 4 close 
to the capacitor plates, 


(_¥ Connect the closer of the two bare wires to lug 2 of the 
meter (8-1). 


LACK: 
wine 


‘CUT THIS LUG OFF 


Pictorial 7 
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a 


RED LEAD 
FROM CABLE 


Pictorial 8 


Refer to Pictorial 6 for the following steps, 

NOTE: Be sure the free lead of the tunnel diode is between the 

two connecting strips before these strips are soldered to the 

tuning capacitor in the following steps, 

(Fasten the long connecting strip to lug 1 of the tuning 
capacitor as shown in Detail 8A. First place the thick 
fiber washer on the tuning capacitor and place the long 
Connecting strip on top of the fiber washer. Push lug 1 
of, tuning capacitor down on top of the long connecting 
strip, 

CY Solder lug 1 of the tuning capacitor to the long connecting 
strip (8-1). The long connecting strip is now at the correct 
distance from the tuning capacitor frame: do not push it 
closer in any of the remaining steps, 


(i sans sect Sst ss Ete ras eta Fg 
pola ok, 


(sb ut oft tug 2 o the tuning capacitor, 


(4 cut the tree tend of the 3.3 nut dise capacitor to about 
3/8" ‘and solder it to the long connecting. strip (1) 


Place the tree tunnel diode lead over the long connecting 
strip, making sure it does not touch the short connecting 
strip or the capacitor frame, Cut off the excess wire, and 
solder it to the long connecting strip (S-1). Remove and 
discard the thick fiber washer, 


(connect the remaining bare wite to ug of the moter (8-1). 


(4 Turn the tuning capacitor shaft fully counterclockwise, Now 
rotate the dial drum so that the line on the dial window linea 
up with the black line at the high frequency ond of the label, 
‘Tighten the dial drum setserew, 


owe, comuerme 
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(F Install the transistors in the transistor sockets on the cir 
cuit board, The transistor types are lettered on the circuit 
board, 


(\WAiake sure the switeh is in the OFF position, then install 
a battery in the battery bracket, according to the label 
polarity, Use a type AA pentite cell 


(Yy€arefully peel away the backing paper from the blue and 
white identification label. Then press the label onto the rear 
of the eabinet (or chassis). Be sure to refer to the numbers 
on this Iabel in any communications you have with the Heath 
Company about this kit, 


This completes assembly and wiring of the chassis, Cheek all 
soldered connections and shake out any wire elippings and solder 
splashes, 


INITIAL OPERATION CHECK 


(.) Turn the SENSitivity control to the full counterclockwise 
position, Place the switch in the DIODE position, and plug 
{in the red coil, 


(_) Turn the SENSitivity control clockwise and make sure the 
meter can goto ull scale inthe DIODE position of the switch, 
‘The adjustment of the SENSitivity control is eriteal in that 
very little movement of the control ean causea large change 
in meter movement, 


() Adjust the SENSitivity control for a reading of 10 to 20, 
Move the switch to OSC, and the meter should jump upscale, 
indicating oscillation, Adjust the SENSitivity control for a 
reading between 80 and 100 for most sensitive operation, 


CORA 


Up-ese ae screw 


Pictorial 9 
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NOTE: It is normal for the meter to drift for a few minutes until 
{he temperature of the transistors stabilizes. If any difficulty 
is encountered in performing the following steps, refer to the In 
Case Of Difficulty section of the manual. 


X four Tunnel Dipper performs as described in the previous 
‘steps you may assume that it is operating properly, 


(mata the cabinet bem on the chassis with a 6-32 x 9/¢ 
screw, See Detail 9A. 


CABINET TOP ASSEMBLY 
Refer to Pictorial 9 for the following steps, 


( Ylide the gray inner cabinet top into one end of the green 
op, and assemble the cabinet top as shown, Install a catch 
pin jand its associated hardware in hole A, and install a 
6-82 x 9/6" screw with #6 lockwasher and 6232 nut in hole 
B. 


(Mf Press the foam colt holder into place as ‘shown, 


(7AM six ptug-tn colts may now be placed inthe eabinet top 
for storage, Place the white marked eoll in the center The 
cabinet top is mounted by placing the hale locator Gs are 
end, over the fillister head screw, and then pushing te 
catch pin into the eateh elip on the front panel 


(A instalt the cover, 
‘This completes the assembly of your Tunnel Dipper. 
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APPLICATIONS AND OPERATION 


The following List gives the frequency range and color code for 
each of the coils supplied with the Tunnel Dipper. 


COIL FREQUENCY RANGE 
Red Band Yme to 7 me 

Purple Band 5 me to 13 me 

Blue Band 12 me to 32 me 
Green Band 30 me to 90 me 
Yellow Band 80 me to 160 me 
White Band 160 me to 260 me 


FINDING RESONANT FREQUENCIES OF TUNED CIRCUITS 
NOTE: When using the Tunnel Dipper as a frequency-measuring 
device, make certain that power is not applied to the tuned ctr 
cuit being checked, If power is applied, incorrect frequency 
measurements and possible damage tothe Tunnel Dipper could 
result, 


Plug in the cofl that will cover the frequencies to be encountered, 
Put the switch in the OSCillator position and adjust the SENSi- 
tivity control for a meter reading between 90 and 100, 


Couple the Tunnel Dipper to the tuned circuit by holding the 
instrument so that its coll is touching the coil of the tuned 
cireuit and the coil turns are parallel to each other, if possible, 
Vary the frequency of the Tunnel Dipper by turning the variable 
capacitor Inob slowly until maximum needle dip is apparent, 
When the dip is obtained, decrease the coupling by moving the 


Tunnel Dipper away from the tuned circuit coll until only a very 
slight dip of the needle occurs when you tune to the resonant 
frequency. Best accuracy is obtained with loose coupling, At 
dip, read the resonant frequency from the color dial matching 
the color of coil used, 


When the Tunnel Dipper is closely coupled to a high "Q" tuned 
circuit there may be a peak reading when the dipper is tuned to 
1/2 the resonant frequency of the tuned circuit, This condition 
does not interfere with the operation of the ‘Tunnel Dippe 


Be careful not to place the instrument in a strong RF field, 
‘uch as an operating transmitter tank circuit, The tunnel diode 
could be damaged by too much current in such’a case, 


WAVEMETER OPERATION 


Plug in the coil that will cover the frequencies to be encountered, 
Put the switch in the DIODE position and adjust the SENSitivity 
control so that meter indicates about midscale, Since the meter 
circuit is nonlinear, greater sensitivity is achieved in the upper 
portion of the scale, 


Place the coil of the Tunnel Dipper in the radio frequency 
field and vary the frequency of the Tunnel Dipper until a peak 
meter reading is found, For most accurate results, move the 
‘Tunnel Dipper away from strong signal sources to avotd pinning 
the meter, Read the frequency from the correct dial scale, 
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SIGNAL SOURCE OPERATION 


‘The Tunnel Dipper can be used as signal source for receiver 
testing, Plug in the proper coil and set the Tunnel Dipper switch 
im the OSCillator position, Place the coil of the Tunnel 

hear the antenna of the receiver to be tested, Adjust for the 
particular signal frequency needed, 


EXTENDING THE FREQUENCY RANGE 


‘The oscillator circuit of your Tunnel Dipper can be made to 
work up to approximately 350 me by redueing the inductance 
of the plug-in coil, However, the tuning range of the instrument 
Would be limited to only a small portion of the dial seale, since 
the ‘minimum cireuit capacity would become relatively large 
compared to the resonating capacity needed for the proper 
L-C ratio, Also, the inherent capacity of the tunnel diode has 
@ larger effect on the frequency and this capacity varies some- 
What from unit to unit, 


IN CASE OF 


1, Recheck the wiring, Trace each lead in colored pencil on 
the Pictorial as it 18 checked, tt is frequently helpful to have 
a friend check your work, Someone who is not familiar with 
the unit may notice something consistently overlooked by the 
constructor. 


2 It 4s interesting to note that about 90% of the kits that are 
Feturned for repair, do not function properly due to poor 
‘connections and soldering. Therefore, many troubles can be 


cause indeterminate frequency readings and poor dipping char 
acteristics, as well as a very distorted waveform, 


BATTERY 


For maximum battery life, always leave the switch in th 
OFF position when the Tunnel Dipper is not in use, The batters 
should be checked periodically and replaced if’ it become: 
weak. Leaving the switch turned on until the battery is den 
‘may also cause the battery to leak and damage the unit. 


NOTE: For further study of the tunnel diode, the Tunnel Diode 
Manual is recommended, 


DIFFICULTY 


eliminated by reheating all connections to make sure that they 
are soldered as described in the Proper Soldering Tech. 
niques section of this manual, 


3. Check the transistors with a tester or by substitution of 
transistors of the same type- 


4. Check the values of the component parts, Be sure that the 
Proper part has been wired into the cireuit, as shown in the 
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pictorial diagrams and as called out in the wiring instruc 


tions, 


Check for bits of solder, wire ends or other foreign 


matter which may be lodged in the wiring. 
A review of the Circuit Description will prove helpful in 


Indicating where to look for trouble, 


‘TROUBLESHOOTING CHART 


‘TYPE OF DIFFICULTY 


POSSIBLE CAUSE 


‘Meter deflects down scale 


Battery reversed in holder, 


Will not ouciate, 


T 
fs 


‘Tunnel diode installed backwards, 


Coll socket terminals not making contact, or are shorted, 


Frequency considerably higher than 
lal inde 


Contactor spring may be bent #0 long pins no longer make 
contact, 


Moter goes to full scale in either 
DIODE or O8C, and will not 


jee 


‘Transistor Q2 48 not in socket. 
‘Try interchanging like transistors, 


Meter drifts, 


= 
Some drift normal in first few minutes of operation, until 


transistors reach thermal equilibrium, 
Battery nearly dead, 
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SERVICE INFORMATION 


SERVICE 


Xf, after applying the information contained in this manual and 
your best efforts, you are still unable to obtain proper per- 
Tormance, it 18 suggested that you take advantage of the technical 
facilities ‘which the Heath Company makes available to its cus~ 
tomers, 


‘Bue Technical Consultation Department is maintained for your 
benefit, This service Ia available to you at no charge, its pri- 


mary purpose is to provide assistance for those who encounter 
difficulty In the construction, operation or maintenance of 
HEATHKIT equipment, It is not intended, and is not equipped 
to funetion as a general source of technical information involving 
‘kit modifications nor anything other than thenormal and specified 
performance of HEATHKIT equipment. 


‘Although the Technical Consultants are familiar with all details 
of this kit, the effectiveness of their advice will depend entirely 
‘upon the amount and the accuracy of the information furnished by 
you. Ina sense, YOU MUST QUALIFY for GOOD technical advice 
by helping the ‘consultants to help you, Please use this outline: 


1, Before writing, fully investigate each of the hints and sug- 
gestions Listed in this manual under in Case Of Difficulty. 
Possibly it will not be necessary to write, 


2, When writing, clearly describe the nature of the trouble and 


mention all associated equipment, Specifically report op 
erating procedures, switch positions, connections to othe 
lunits and anything else that might help to isolate the caus 
‘of trouble, 


3, Report fully on the results obtained when testing the uni 
initially and when following the suggestions under In Cas 
(Of Difficulty, Be as specific as possible and include voltag 
readings if Vest equipment is available, 


4, Identity the kit Model Number and Series Number, and dat 
of purchase, if available, Also mention the date of the k 
assembly manual, (Date at bottom of Page 1,) 


Print or type your name and address, preferably in tw 
places on the letter, 

With the preceding information, the consultant will know exact) 
‘what kit you have, what you would Like it to do for you and the dif 
ficulty youwish to correct, The date of purchase tells him wheth« 
‘or not engineering changes have been made since it was shippe 
to you, He will know what youhavedone in an effort to locate th 
cause of trouble and, thereby, avoid repetitious suggestions. 1 
short, ‘he will devote full time to the problem at hand, an 
through his familiarity with the kit, plus your accurate repor 
he will be able to give you a complete and helpful answer, | 
replacement parts are required, they will be shipped to you 
subject to the terms of the Warranty, 


Ss 
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‘The Factor 2 Fa ‘are also availableto you, in ease 
you are not familiar enough with electronics toprovide Our con 
sultants with sufficient information on which to base a diagnosis 
of your difficulty, or in the event that you prefer to have the dif. 
‘Alculty corrected in this manner, You may return the 
‘instrument to the Heath Company for inspection and necessary 
repairs and adjustments, You will be charged a minimal fee, plus 
the price of any parts or material required, However, if the 
completed Kit is returned within the Warranty period, parts 
charges will be governed by the terms of the Warranty. State 
the date of purchase, if possible, 


Local Service by Authorized HEATHKIT Service Centers is also 
avallabfe th abe" areas and ts SITES oe ea your fastest, most 
eitictent method of obtaining service, HEATRKIT Service Centers 
Wi) honor the regular 90 day HEATHKIT Parts Warranty on 
all Kits, whether purchased through a dealer or directly from 
the Heath Company: however, it will be necessary that you 


verify the purchase date of your Kit, 


Under the conditions specified in the Warranty, replacement 
parts are supplied without charge; however, if the Service 
Center agsists you in locating a defective part (or parts) in 
your kt, or installs a replacement part for you, you may be 
charged for this service, 


THIS SERVICE POLICY APPLIES ONLY TO COMPLETED 
EQUIPMENT CONSTRUCTED IN ACCORDANCE WITH THE 
INSTRUCTIONS AS STATED IN THE MANUAL. Equipment that 
has been modified in design will not be accepted for repair, If 
there is evidence of acid core solder or paste fluxes, the 
‘equipment will be returned NOT repaired, 


For information regarding modification of HEATHKIT equipment 
for special applications, it is suggested that you refer to any one 
or more of the many publications that are available on all 
phases of electronics. They can be obtained at or through your 
local Library, a8 well as at most electronic equipment stores, 
Although the Heath Company sincerely welcomes all comments 
and suggestions, it would be impossible to design, test, evaluate 
and assume responsibility for proposed circuit changes for 
special purposes, Therefore, such modifications must be made 
at the discretion of the kit builder, using information available 
from sourees other than the Heath Company, 
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REPLACEMENTS 


Material supplied with HEATHKIT products has been carefully 
lected to meet design requirements and ordinarily will fulfill 
function without difficulty. Occasionally improper instrument 

operation ean be traced to a faulty component, Should inspection 

reveal the necessity for replacement, write tothe Heath Company 
and supply all of the following information, 


‘A Thoroughly identify the part in question by using the part 
umber and description found in the Manual Parts List, 


B, Identify the kit Model Number and Series Number, 


©. Mention date of purchase, 


D, Describe the nature of defect or reason for requesting re- 
placement, 


‘The Heath Company will promptly supply the necessary re- 
placement, PLEASE DO NOT RETURN THE ORIGINAL COM- 
PONENT UNTIL SPECIFICALLY REQUESTED TO DO SO. Do 
not dismantle the component in question as this will void the 
guarantee, This replacement policy does not caver the free re- 
placement of parts that may have been broken or damaged 
through carelessness on the part of the kit builder. 


‘SHIPPING INSTRUCTIONS 


Inthe event that your equipment must be returned for servi 
these instructions should be carefully followed, 


Be sure to return the complete kit including all of the plug 
coils, Do not send the battery, 


ATTACH A LETTER TOTHE OUTSIDE OF THE CARTON BEA 
ING YOUR NAME, COMPLETE ADDRESS, DATE OF PURCHAS 
AND A BRIEF DESCRIPTION OF THE DIFFICULTY ENCOU 
TERED. Wrap the equipment in heavy paper, exercising care 
prevent damage. Place the wrapped equipment in a siout car 
fof such size that at least three inches of shredded paper, « 
celsior, or other resilient packing material can be placed t 
tween all sides af the wrapped equipment and the earton, Cl 
‘and. seal tho earton with gummed paper tape, or alternately, 

securely with stout cord, Clearly print the addreas on the cay 
8 follows: 


‘To: HEATH COMPANY 
Benton Harbor, Michigan 49022 


Include your name and return address on the outside oft 
carton, Preferably affix one or more "Fragile" or "Han 
With Care" labels to the carton, or otherwise so mark wit 
crayon of bright color. Ship by insured parcel post or prep: 
express; note that a carrier cannot be held responsible f 
damage in transit if, in HIS OPINION, the article is inad 
quately packed for shipment, 
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X-RAY VIEW 
(RESISTORS) 
(CAPACITORS) 


PART PRICE 
No, ach 
RESISTORS 

1-1 10 
19 fo 
1-9 t10 
119 {10 
1-26 aU) 
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REPLACEMENT PARTS PRICE LIST 


DESCRIPTION 


47 9.1/2 watt 
560 91/2 watt 

1000 9 1/2 wate 
8800 9 1/2 watt 
100 K9 1/2 watt 


CAPACITORS-CONTROL-SWITCH 
21-83 


cos 
40-401 
40-402 
40-403, 
40-404 
40-405, 
40-469 


HARDWARE 
250-49 05 
250-156 210 
250-219 {05 
250-4 105 


3,3 uf dise capacitor 
105 ufd dise capacitor 
2-section variable capacitor 
100 KA control 

Slide switeh 


Red band (8 to 7 mc) 

Purple band (5 to 13 me) 
Blue band (12 to 32 me) 
Green band (30 to 90 me) 
‘Yellow band (80 to 160 me) 
‘White band (150 to 260 me) 


3.48 screw 
440 setscrew, allen head 
4-40 x 5/16" screw, panhead 
4-40 x 4/8 serew, roundhead 


PART PRICE 
“No, Each 
Hardware (cont’d,) 
250-95 05 


105 
105 
0s 
05 
105 
205 


DESCRIPTION 


5-40 x 5/4” screw 
6-32 x 3/16" screw, flathead 
6-32 x3/16" screw, fllister head 
32 x 3/8" screw 

8-32 setscrew 

3-46 nut 

4-40 out 

5-40 nut 

6-32 nut 

Speednut 

1/4~82 control nut 

8/8-22 control nut 

Fiber flat washer, thin 

Fiber shoulder washer 

Fiber Mat washer, thick 

5/8" OD fat steel washer 
9/16" OD flat steel washer 
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PART PRICE DESCRIPTION 
No, Each 


Hardware (cont'd.) 

259-6 05 Solder lug 
260-11 105 Catch clip 
262~ {10 Catch pin 


SHEET METAL PARTS 
+30 Cabinet top, inside (gray) 
1.25 Cabinet top, outside (green) 
90-197 2,20 Cabinet bottom 

100-354 45 Dial drum 

200-327 60 Chassis 

208-261-2 [90 Front panel 

204-445 (25 Battery bracket 


MISCELLANEOUS 
58-26 30 Crystal diode 

+85 Silicon diode (T1G247) 

6:50 Tunnel diode, GE STD 633 
110/ft 4-conductor cable 

{60 Circuit board 

115 Connecting strip 

{50 Foam coll holder 

300-120 110 Battery placement abet 
390-122 {20 Dial drum label 


PART PRICE DESCRIPTION 
No, Each 


Miscellaneous (cont) 
407-87 6,10 Meter 

T1363 transistor 
2N407 transistor 
Phono socket 
‘Transistor socket 
Dial window 
Bushing 

Large knob 

‘Small tapered knob 
Allen wrench 
Solder 

Manual 


destination, Selling prices elsewher 
may be slightly higher to offset transportation 
and local taxes, Outside the U.S.A. parts and 
service are available from your local Heathkit 
source and will reflectadditional transportation, 
taxes, duties and rates of exchange, 
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